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CS Required Calibration Items:

CS/ESE currently has the following instruments with mandated calibration responsibility:

1. The first is the Fluke model 5520A commercial calibration system.  It allows ESE to offer an in-house calibration service to the laboratory.  It is calibrated yearly to NIST standards as our responsibility to our customers. Calibration of this system is required for traceability reasons.

2. The second is the compact X-Ray system for which ES&H requires an annual inspection  That is also available to the laboratory as a service, but only when operated by our ES&H trained operators and only as long as yearly safety and calibration inspections are maintained by the manufacturer (Glenbrook Technologies Jewel Box 90C X-Ray System). Calibration of this system is mandated by the ES&H office at Fermilab.

The operators of these instruments are informed of the calibration requirements and the need to quickly detect and address abnormal operations for these systems.

CS/ESE has the following additional instruments under calibration control:

ESE currently has the following instruments whose current use requires them to be classified as M&TE requiring maintenance in a calibrated state: 

1. Tektronix DSA8200 Mainframe with Optical, Pattern Sync, and Electrical sampling modules.

Calibration Schedule:

	Manufacturer
	Model
	Serial Number
	Fermi ID
	Cal Period
	Last Cal Date
	Cal Due Date

	Tektronix
	DSA8200
	B010527
	115066
	1 Year
	05-Mar-2013
	05-Mar-2014

	Tektronix
	80C12-12G
	B020157
	NA
	1 Year
	03-Jan-2013
	03-Jan-2014

	Tektronix
	80E04
	B023692
	NA
	1 Year
	31-Dec-2012
	31-Dec-2013

	Fluke
	5520A
	7960020
	89244
	1 Year
	05-Sept-2013
	05-Sept-2014

	Glenbrook Technolgies
	90C
	NA
	88893
	1 Year
	21-Aug-2013
	21-Aug-2014



	The calibration requirements for these instruments may change over time depending upon their specific use in ESE programs.








CS/NS currently has the following instruments with mandated calibration responsibility:

	Manufacturer
	Model
	Serial Number
	Fermi ID
	Cal Period
	Last Cal Date
	Cal Due Date

	Exfo America
	FTB-150
	476772
	111354
	3 years
	5-Apr-12
	5-Mar-15

	Exfo America
	STK-400
	434869
	107798
	3 years
	15-Jul-10
	15-Jul-13

	Fluke Networks
	DTX-1800
	8725065
	95998
	1 year
	19-Mar-12
	19-Mar-13

	Fluke Networks
	DTX-1800
	9713065
	108305
	1 year
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